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Abstract: Single molecule localization microscopy (SMLM) has been established to acquire
images with unprecedented resolution down to several nanometers. A typical time scale for image
acquisition is several minutes to hours. Yet it is difficult to avoid completely sample drift for long
time measurements. To estimate drift, we present a method based on the evaluation of speckle
patterns formed by backscattered laser light from the cells using a single molecule localization
microscope setup. A z-stack of unique speckle patterns is recorded prior to the measurements
as a three-dimensional position reference. During the experiment, images of scattered laser
light were acquired, and correlated individually with each of the images of the speckle reference
stack to estimate x, y and z drift. Our method shows highly comparable results with a fiducial
marker approach, achieving a precision of several nanometers. This method allows for high
precision three dimensional drift correction of microscope systems without any additional sample
preparation.

© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

Single molecule localization microscopy (SMLM) was developed to achieve super-resolved
microscopy images with unprecedented resolution down to several nanometers [1-4]. However,
sample drift occurs commonly during image acquisition. A small amount of drift in the
microscope system can induce blurring artifacts in the reconstructed image, hampering resolution.
This is especially disadvantageous in 3D SMLM where the reconstructed 3D image depends
critically on the correct axial coordinate. Therefore, correction of sample drift is essential and
several approaches were presented to correct sample drift in microscope systems.

One of the most common approaches is based on image post-processing using cross-correlation
of the fluorescence emission localization data[5—7]. This method sorts blinking molecules in
time intervals of an equal length. The combined blinks in each time interval form a 3D structure.
The cross-correlation of the 3D structures of every time interval with the corresponding reference
structure of the first time interval will yield the drift during the experiment. The position of the
detected molecules is then adjusted according to the result of the computed drift. However, this
method requires a sufficient number of blinking events in the reconstructed images to provide
visible features for the calculation. Biological targets with distinct features such as filaments,
a fiber-like structure, may result in better drift accuracy compared to samples without clear
structures.

Another common approach is to prepare fiducial markers on the coverslips such as gold
nanoparticles or fluorescent beads [8,9]. By tracking the positions of the fiducial markers, the
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drift of the microscope system in three dimensions is obtained. The advantage of this drift
correction method is that biological features in the images are not required. However, fiducial
markers need to be prepared before the preparation of the samples. Additional optimization
of sample preparation for the fiducial markers is recommended to prevent aggregation and
inhomogeneous distribution of the markers on the coverslip, which has undesired influence on
finding appropriate markers for drift correction [10].

An alternative approach for drift correction is to fabricate a fiduciary micro-pattern by the
means of a lithography method [11]. Manufacturing directly imprinted coverslips significantly
reduces the effort of sample preparation, but they might not be easily accessible and affordable
for standard bio-imaging laboratories.

A hardware-based approach is to introduce an infrared LED light source in the microscope
system. By detecting the reflection at the interface between the cover glass and the embedding
medium, the axial position is tracked and constantly adjusted during image acquisition [12]. This
method presents a convenient axial drift correction and focus stabilization for microscope users.
However, an additional lateral drift correction method should be applied in order to realize a
three dimensional correction.

An alternative approach is based on image correlation using bright-field images of samples
illuminated by an infrared LED. This approach provides an advanced method to simultaneously
correct drift in three dimensions [13]. This method requires an additional light source for
illumination and sufficient features in the bright-field images for a correlation analysis.

In this report, we present a method for SMLM based on speckle pattern image correlation to
estimate sample drift in three dimensions. A home-built microscope setup equipped with laser
light sources was used to demonstrate the drift estimation method. Using only low power of
the laser, the interference of the backscattered laser light of a cell sample results in a speckle
pattern in the acquired image. Due to the complexity of cells, the speckle pattern is unique
and varies strongly with focus position. Therefore, the speckles can be used to provide a
straightforward positioning reference for the drift estimation measurements. By recording a
z-stack of images showing laser speckles, the three dimensional position information of the
cell sample is encoded in this reference stack. We used an image registration method based
on nonlinear optimization and discrete Fourier transforms (DFTs) [14]. This method can
achieve high accuracy without demanding computational time and memory. By correlating the
scattered laser images individually with each of the images from the speckle reference stack
using the DFT method will yield x, y and z drift information. Below we describe our method
to determine accurately the 3D sample position and validate it on fiducial markers (fluorescent
beads) experiments. Additionally, a 3D SMLM image of a cell sample is presented to demonstrate
our drift correction approach.

2. Methods

2.1. Experimental setup

A home-built SMLM based on the setup presented in [15] was used to acquire images for the
proposed drift estimation method. The scheme of the setup is shown in Fig. 1. The microscope
was equipped with a 488 nm (Omicron, Germany), a 561 nm (Frankfurt Laser, Germany) and a
647 nm (Cobolt, Sweden) laser. A telescope consisting of two lenses L1 (f =30 mm, Thorlabs)
and L2 (f = 60 mm, Thorlabs) was used to expand the laser beam. A quad band dichroic (Chroma,
7t405/488/561/647rpc) was used to reflect the lasers. A tube lens (f = 120 mm, Thorlabs) was
utilized to focus the beam into the back focal plane of the objective lens (HCX PL APO 100x/NA
1.47 OIL, Leica) mounted in a nanometer positioning piezo stage (P-721, Physik Instrumente).
The immersion oil with a refractive index of 1.518 (at 23°C, Zeiss) was applied on the objective
lens. The samples were placed on a manually controlled x-y stage. The focus was adjusted
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using a manual z-axis translation mount (SM1Z, Thorlabs) and the white light LED was used for
bright-field illumination.

Scattered light
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Fig. 1. Demonstration of imaging speckle patterns using a standard SMLM setup. (Obj:
objective lens, DM: dichroic mirror, EF: emission filter for fluorescent beads measurement
and for 3D SMLM, M: mirror, TL: tube lens, CL: cylindrical lens, L: lens)

A tube lens (f =200 mm, Thorlabs) was used to image the sample onto a sSCMOS camera
(PCO edge 4.2, PCO). A cylindrical lens (f = 1000 mm, Thorlabs) was used in the detection beam
path to introduce astigmatism for 3D localization. Three emission filters (HC520/35 Semrock,
ET600/50 Chroma, ET655 Chroma) were mounted in a PC controlled motorized filter wheel
(FW102C, Thorlabs). An emission filter was inserted for fluorescent beads measurements and
SMLM measurements. No emission filter was used for the speckle mode.

2.2. Speckle patterns of a cell

Speckle patterns originate from the interference of coherent light showing intensity variations in
pronounced features [16]. Such a phenomenon can also be observed when illuminating biological
samples [17]. To obtain a speckle pattern of a cell, the optical setup shown in Fig. 1 was used to
illuminate a eukaryotic cell.

To acquire a speckle pattern, the emission filter was removed and the backscattered light from
the sample was recorded on the camera. An exemplary speckle image is shown in Fig. 2. A
complex intensity distribution, formed by the interference of the backscattered laser, can be
realized. These speckle patterns are unique, because each of the cells exhibits a huge variety of
structural formations. When the sample drifts, the speckle pattern is shifted accordingly and
the amount of drift can be estimated with high accuracy using an image registration method
[13]. Bright signals, originating from reflected light from the optical elements, can increase the
background of the image and reduce the speckle contrast. In most cases, the speckle contrast is
sufficiently high to determine reliably the sample drift by image registration.

The speckle size is defined as [18]:

d=244 A fxM (1)

where the A is the wavelength, fi is the f-number of the lens system and M is the magnification.
This relation implicates, that a laser with a longer wavelength produces a speckle pattern with a
larger speckle size, which can lower the precision of the image registration.
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Fig. 2. Speckle pattern of a cell sample. The insets show the ROI at four axial positions
(z=-2um, —1 um, O um and 1 pm). A speckle feature is highlighted by a red circle.

The insets of Fig. 2 show the speckle pattern of the cell sample at four z-positions with a
relative axial separation of 1 um. A nearly diffraction limited spot indicated with a red circle can
be seen at the position of z=—2 um. At the position of z=—1 pum the spot is not visible anymore
instead a new spot at a slightly shifted position appeared.

2.3. Drift estimation algorithm

Since each cell exhibits a unique speckle pattern and the speckle patterns vary continuously in z,
the speckle patterns can be used as a position reference of the sample in three dimensions. Prior
to the drift measurement, a position reference stack containing speckles at different axial planes
is recorded. As shown in Fig. 3, a speckle reference z-stack f with n frames and a separation of
Az was acquired at time 7, where z represents the axial position of each speckle frame.

speckle reference single drift estimation
= z-stack f at ¢, frame g at ty*At
=1
= 42 | ey s < calculate
N 41} oy i < corrrelation
g0 e <
Ny — 4 .
©
TR — 4
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Fig. 3. Scheme for drift estimation. A z-stack of speckle patterns f as a position reference
of the cell is acquired. Single drift estimation frames g are captured at regular time intervals
during the experiment. By finding the maximum correlation in the speckle reference stack f
with g, the drift in X, y and z is estimated.

For drift estimation, single drift estimation frames g were acquired separated in time by Atz.
The time separation depends on the SMLM experiment. Each of these images g show a speckle
pattern closely corresponding to one present in the speckle reference stack f. Axial and lateral
drift is determined by computing the lateral (xy-) maximum of the correlation between g and each
frame f{z). The z-position of the speckle reference frame with the highest correlation corresponds
to the axial position of the measured drift estimation frame g.

For evaluating the correlation R between g and f{z), we used the DFT method according to [13].
The DFT algorithm returns the image displacement vector D = [x + Ax,y + Ay] by correlating
the single drift estimation frame g with every frame of f:

CCy = DFT,/ (DFTy(f(2))DFT}y(g)), ()
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D(z) = argmaxy, |CCy,|. 3)

Additionally the DFT algorithm returns the translation invariant normalized root mean square
error (RMSE) DF Tgrror between the two images:

maxxlenyl2
DFTerror = |1 - 3 7 - “4)
)y |DFTxy(f(Z))| > |DFTxy(g)|
The normalized correlation value is calculated as
Rprr(z) = 1 = DFTERrror(f(2), 8)- (5)

For higher accuracy, an upsampling factor of 100 was used for the DFT and Rprr was interpolated
four times along z using cubic spline interpolation. In the following experiments, all data analysis
was performed using Matlab R2018b (Mathworks). Since the position of a cell is defined by
recording a reference z-stack, a fine step size of the reference stack can encode the detailed speckle
patterns. A step size of 10 nm was used to acquire the z-position in the following measurements.
The z-position can be estimated precisely by computing the normalized correlation value as
shown in Eq. 5.

2.4. Sample preparation

To calibrate the single molecule axial localization based on astigmatism, a sample with fluorescent
beads (TetraSpeck 100 nm, ThermoFisher) was prepared. Fluorescent beads were diluted 1:1000
in ddH,O. The suspension beads solution was sonicated in an ultrasonic bath (EMAG) for 15
min to prevent aggregation. 200 pl beads solution was applied on a glass bottom 35 mm dish
(ibidi) overnight. The dish was washed with ddH,O water extensively about 10 times to remove
mobile beads. After applying 1 ml ddH,O in the dish, the fluorescent beads sample was used for
3D calibration based on the method [19, 20].

To validate our method, we compared the SMLM localizations with our speckle-based drift
estimation on cell samples including fluorescent beads. A sample with fluorescent beads located
on the coverslip prior to seeding the cells was prepared as described above. U20S cells were
cultured in a 25 ml culture flask filled with Dulbecco’s Modified Eagle’s Medium (DMEM,
Thermo Fisher) supplemented with 10% fetal bovine serum (FBS, Thermo Fisher) and 1%
Penicillin Streptomycin (Pen Strep, Thermo Fisher) in a cell culture incubator (37°C, 5% CO5).
Cells were plated at low confluency on the dish prepared with immobilized beads overnight. Cells
were fixed with pre-warmed (37°C) Formaldehyde (4%, Sigma-Aldrich) for 15 min. Afterwards
cells were washed three times with Dubecco’s Phosphate Buffered Saline (DPBS, Sigma-Aldrich)
and the cells were embedded in PBS for imaging.

To image the cell nucleus, the U20S cells were treated with 0.5% Triton X-100 in DPBS for
10 min and washed with DPBS. Cells were incubated at 37 °C with 1:1000 RNase A cocktail
(Thermo Fisher) in DPBS for 15 min. Cells were washed with DPBS and nuclei were stained
with 0.05 uM SytoxOrange in PBS (Thermo Fisher) for 30 min. A typical imaging buffer with an
enzymatic oxygen scavenging system was prepared for fBALM [21]. The buffer contained 10%
glucose (Sigma-Aldrich), 5 mg/ml glucose oxidase from aspergillus niger (Sigma-Aldrich), 500
pg/ml catalase from bovine liver (Sigma-Aldrich) in DPBS.

2.5. Determination of 3D positions of fluorescent beads

To determine the 3D position information of fluorescent beads from a 2D image, a cylindrical
lens was inserted in the detection beam path of the optical setup to deform the point spread
function (PSF) to an elliptical shape with increasing defocus [19,20]. To derive the axial position
of the fluorescent beads, a calibration of the setup is necessary. For this calibration, a z-stack
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with an axial range from —400 nm to 400 nm and a step size of 10 nm of the 3D PSFs of three
fluorescent beads in the center of the field of view was recorded. This image stack was processed
using ThunderSTORM to acquire the 3D calibration curve [22]. The calibration curve was used
to determine the 3D position of fluorescent beads from 2D images using ThunderSTORM.

2.6. Dirift estimation routine for SMLM imaging

To demonstrate the drift correction method based on speckle patterns for SMLM measurements,
an experimental flow chart is presented in Fig. 4. Before the SMLM measurement, the focal
position of the cell Poscener and the beads Pospeaqs were identified. For the speckle-based method,
no emission filter was inserted and a reference z-stack at Posceneer Was acquired.

find focal position (PoScenter)
of sample for SMLM

insert emission filter for bead measurement
Find position (PoSeaqs) Of beads

remove emission filter
move objective lens to z = POS enter
record speckle reference z-stack

rfori=1toN l

insert emission filter SMLM
move objective lens to z = POS enter
record Ngy .y SMLM images

'

remove emission filter
move objective lens to z = PoScenter
record single drift estimation frame

____________________________________

record single bead frame

I
I
move objective lens to z = POSyea4s f
I
I

data analysis
drift estimation (N frames)
3D SMLM drift correction (NXNgym)

Fig. 4. Flow chart of 3D SMLM experiment with speckle- and beads-based drift estimation
methods. The dashed boxes are optional and are only used for comparison measurements.

In the next step, we acquired Ngmpm images at position Poscenter With an emission filter inserted
into the detection beam path. Afterwards, a single drift frame was acquired at position Poscepter
without an emission filter. Then a single bead frame was acquired at position Pospeygs With
an emission filter. This measurement procedure of the last three steps is an N times routine
and can be defined according to requirements of the user. The amount of drift determined by
both methods were analyzed according to Section 2.3 and Section 2.5. The results of the drift
estimation method based on the speckle method were interpolated to the number of total frames
NXxNgppm of the SMLM measurement using spline interpolation. The positions of the localized
molecules were then corrected according to the drift.

Alternatively, the experiment can be performed using a single laser. For speckle illumination,
the emission filter is removed and the laser power is reduced to prevent overexposure of the
camera. For SMLM, the emission filter is inserted and the laser illumination intensity is increased
to achieve appropriate blinking of molecules. The operation duration to insert a filter takes
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about 3 to 4 seconds using the default setting of the filter wheel. A shorter operation time
can be achieved using the fast mode, or reducing the pause time or customization of in sthe
routine setting of the filter wheel, or using a second camera and ND-filters or weak reflections for
speckle-based drift estimation. Because the intensity of the speckle pattern is much higher than
the intensity of the fluorescent emission of the excited fluorophores, the blinking emission does
not influence the accuracy of the image registration.

3. Drift estimation experiments

Two different experiments were performed to show the performance of the drift estimation
algorithm. One experiment was done on a short time scale to show the typical characteristics of
the proposed correlation method. The other experiment was performed on a long time scale to
compare the results of our methods with the drift estimation method using fluorescent beads.

3.1.  Simulated drift using a cell sample

The sample (U20S cells) was illuminated using the 488 nm laser with a power of 0.01 mW (1.4
W/cm?) in the speckle mode. A speckle reference z-stack Jexp1 with arange of 10 ym and a step
size of 10 nm was acquired with a camera exposure of 5 ms. To demonstrate the correlation of
speckle patterns, a second stack gex,1 of speckle images representing simulated drift estimation
frames at 27 axial positions starting at - 2.75 pm with a step size of 250 nm was recorded
immediately after the first stack with the same exposure time and laser power.

3.2. Cell sample with fluorescent beads

To validate our method, the sample (U20S cells with fluorescent beads) was imaged sequentially
between the method based on speckle patterns and the fluorescent beads method. At each of the
measurements, we acquired an image showing a speckle pattern and sequentially another image
showing beads by immediately inserting the emission filter using the filter wheel. The switching
time between the image acquisitions was about 2 seconds. We analyzed the positions between
the two methods.

To acquire speckle patterns, the power of the laser with a wavelength of 488 nm was set to
0.01 mW (1.4 W/cm?) and 10 ms exposure to record a reference stack spanning 500 nm at a step
size of 10 nm. The 488 nm laser corresponding to an irradiance (8 mW~1 kW/cm?) was used to
acquire fluorescence of the beads with a camera exposure of 100 ms.

The drift estimation based on speckle patterns was analyzed according to Section 2.3. The 3D
positions of three fluorescent beads were determined using ThunderSTORM. The analysis is
shown in a time trace and a comparison of the results is presented in Section 4.3.

3.3. Drift correction for SMLM of nuclear structure

For the demonstration of the speckle-based method used for imaging chromatin structures, the
speckle images were acquired using the same setting described in Section 3.2. For imaging beads
as a comparison experiment, the laser with a wavelength of 647 nm (8 mW, ~1 kW/cm?) and a
camera exposure of 30 ms were used. The emission filter LP655 was selected. Four fluorescent
beads were analyzed using ThunderSTORM.

For SMLM imaging, the drift estimation routine described in Section 2.6 was utilized. Prior
to the acquisition routine, a reference z-stack with an axial range of 410 nm and a step size of 10
nm was acquired using the laser with a wavelength of 488 nm. For the super-resolution imaging
of the chromatin structure, the laser with a wavelength of 561 nm (14 mW, ~1 kW/cm?) was
used to induce blinking events. Twenty subsets of 500 images were acquired and the localized
molecules were analyzed using ThunderSTORM.
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4. Results

4.1. Experimental result of the simulated drift using a cell sample

To validate our drift estimation method, we performed an experiment with the U20S cells sample
without fluorescent beads. Figure 5 shows a typical curve of the correlation between gex,1(z = 0)
and each frame of f,, yielding a clear maximum, which represents an estimation of the z position
of the sample. Since Fig. 5 was based on data acquired immediately after recording the reference

stack, almost no drift was present and therefore the maximum is as expected close to the position
z=0.
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Fig. 5. Correlation (normalized to a maximum of one) between the drift estimation frame
8exp1(z=0) and each image of the speckle reference z-stack f obtained from measured data.

To evaluate our speckle-based method for larger drifts, all frames of g..,1 were correlated with
Jexp1 and the z position of the maximum correlation was determined. Since the axial position of
every frame of gy, is known and the drift of the setup can be neglected, a linear dependency
can be found between the axial positions versus the position determined by our drift estimation
algorithm as shown in Fig. 6(a). The residuals after linear regression are shown in Fig. 6(b)
yielding a standard deviation of 2 nm, indicating that the proposed drift correction method can
robustly correct simulated drift with high accuracy.

4.2. Repeatability of the drift estimation

The repeatability of the drift estimation was investigated by acquiring speckle patterns continuously
for 10 seconds at the same position, assuming no drift happened during this image acquisition. A
stack of 1000 images (10 ms per frame) was captured and the stack of speckle patterns was then
analyzed using the method described in Section 2.3. As shown in Fig. 7, the standard deviation
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Fig. 6. Speckle based z-position estimation by a defined z-position with a range of 7 um
and a 250 nm step size. (a) Measured z-position. (b) Residuals of the linear regression.

of the repeatability of the speckle-based drift estimation in axial position are 3.0 nm and 1.5 nm
in the x-axis and 2.2 nm in the y-axis. In Fig. 7(a), a peak at one second with a z-drift of 16
nm can be seen. This may be attributed to environmental conditions such as airflow or a small
vibration of the optical table.
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Fig. 7. The repeatability of the speckle-based drift estimation method for 10 seconds in (a)
optical axis (z) and (b) lateral axes (X,y).

4.3. Experimental results of the cell sample with fluorescent beads

To validate our method for a practical drift situation, we compared the speckle-based method and
the localized positions of fluorescent beads. The images of fluorescent beads can be considered
as single emitters shown in the raw images of SMLM measurements. The experiment was
performed as shown in the flow chart in Fig. 4 without the SMLM image acquisition. We
acquired pairs of images showing speckles and fluorescent beads every 20 seconds in a period
of 10 minutes. An exemplary speckle image is shown in Fig. 8(a). Three fluorescent beads as
indicated in the ROI of Fig. 8(b) were used for the analysis.

The comparison of the two drift estimation methods is shown in Fig. 9. Figure 9(a) shows
the axial drift determined by evaluating the fluorescent beads and by using our drift estimation
method. A steady drift of 100 nm could be seen in the first 5 minutes. After 5 minutes, the
system does not exhibit a noticeable drift. The shaded range of 5.4 nm is given by the averaged
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Fig. 8. An experimental result of the sample drift measurement. A pair of image with (a) a
speckle pattern and (b) fluorescent beads.

standard deviation of all bead localizations and the results of both methods correspond closely.
We defined the localization-based fluorescent bead method as the references and compared it
with the results based on the speckle image correlation. The axial position difference between
both methods is shown in Fig. 9(b) with a standard deviation of + 9.4 nm. Although this value is
good enough for SMLM experiments, it also indicates that the estimate of 2 nm precision as
obtained from Fig. 6 may be overly optimistic.

A similar analysis was applied to determine the lateral drift in x and y and the results are
shown in Fig. 9(c). The measurement shows that the microscope system has a gradual drift of
about 150 nm in 10 minutes in the x direction. A small drift of the system in the order of tens
of nanometers can be seen in the y direction. The shaded area indicates the average standard
deviation of the bead measurement of + 1.7 nm and + 3.7 nm in x and y, respectively. The results
of the differences between the two methods in x and y are shown in Fig. 9(d) with a standard
deviation of + 6.4 nm and + 8.2 nm in x and y, respectively.

The results of the lateral and axial drift using speckle image correlation show a good agreement
with the results using fluorescent beads. The small deviation between the two methods can be
explained by small disturbances introduced by the rotation of the filter wheel. The repeatability
of the drift estimation as shown in Fig. 7 caused by environmental conditions could lead to also
this small deviation. Both methods have several nanometer precision but our speckle pattern
image registration method does not require additional sample preparation and is highly applicable
for SMLM measurements.

4.4. Dirift correction for 3D SMLM

Nuclei labeled with the DNA dye SytoxOrange were used to demonstrate the speckle-based
drift correction. Fluorescent beads were prepared additionally in the dish for a comparison
measurement. The results of the drift estimation comparison between the two methods is shown
in Fig. 10. The drift estimations in three dimensions show a good agreement between the two
methods. A lower precision of the fluorescent beads compared with the results shown in the
Fig. 9 can be attributed to a lower intensity of the fluorescent beads in the sample.

Figure 11 reveals nuclear genome architecture with small nucleosome domain clusters. Similar
patterns were realized in [21,23]. As shown in the inset of Fig. 11, before correction, the
nucleosome domain cluster shown in the center appears to be distributed spatially in a broad
range along the axial direction. Whereas, after drift correction, a much smaller distribution of the
nucleosome cluster can be observed as indicated by the reduced color distribution. The proposed
drift correction method may support biological studies of nuclear genome architecture for a better
quantification of the chromatin nano-organization inside the nucleus.
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Fig. 9. Time dependent measurement for comparing the drift estimation between fluorescent
beads and our speckle-based method. The sample was illuminated by the laser with a
wavelength of 488 nm. (a,c) Axial and lateral drift measurements. The shaded areas are
given by the averaged standard deviation of all bead localizations. (b,d) Difference between
beads- and speckle-based drift estimation in axial and in lateral direction. The dashed lines
indicate the standard deviation.
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Fig. 10. Time dependent measurement for comparing the drift estimation between fluores-
cent beads and our speckle-based method in a 3D SMLM experiment. For the speckle-based
method, the laser with a wavelength of 488 nm was used to illuminate the sample; and the
laser with a wavelength of 647 nm was used to excite the fluorescence beads. (a) Axial and
(b) lateral drift measurements for x and y separately. The shaded areas are given by the
averaged standard deviation of all bead localizations.
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Fig. 11. The intensity sum projection of the drift corrected 3D SMLM image of a nucleus
labeled with the DNA dye SytoxOrange [23], excited by the laser with a wavelength of
561 nm. Inset: color-coded maximum intensity projection before and after correction. The
color scale indicates the z position.

5. Conclusion

We presented a three-dimensional drift estimation method for SMLM, based on speckle image
correlation. We used low laser power to illuminate eukaryotic cell samples and image the
backscattered laser light showing distinct speckle patterns. Because the structure of cells is
unique, this method provides straightforward three-dimensional spatial information of the sample,
which can be used for high-resolution drift estimation.

This method is expected to be especially useful in long term, high precision 3D SMLM
measurements such as biological studies of nuclear genome architecture [24,25], because no
fluorescent signals are required and the illumination power is kept low. Without additional sample
preparation, sufficient blinking data points from SMLM measurements or advanced modification
of the microscope setup, this method results in a highly precise drift estimation comparable with
a fiducial markers approach. This method also provides an alternative drift correction approach
for microscope systems equipped only with a single laser.

In this report, we demonstrated a speckle-based drift correction method for use in 3D SMLM
in three dimensions. In the future, we plane to implement a second camera monitoring the
speckle pattern during the SMLM image acquisition. The speckle-based method, especially when
combined with a feedback mechanism, is expected to also find numerous applications in other
imaging modes that need to keep the focus stable. If combined with a precise XY stage control,
it can also serve to avoid lateral drifts during imaging. We expect that this method provides an
alternative solution for highly precise drift correction in three dimensions in real time.
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